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SUMMARY 


The  following  reports  on  "Propellant  Ullage  Decay"  (ME  #495),  and  "Use  of 
a  Flow  Conversion  Nomograph  for  Leaks  and  Capillaries"  (ME  #484)  are  submitted 
as  Progress  Report  #2  to  DSR  10441. 

The  primary  purpose  of  the  ullage  decay  study  was  to  determine  a  relationship 
between  the  helium  leak  rates  and  the  actual  ullage  gas  leak  rates.  The  re¬ 
sults  of  this  study  showed  that  the  propellant  gases  flow  at  a  rate  equal  to, 
or  slower  than,  helium.  In  many  instances  the  escaping  ullage  gas  (particularly 
in  the  case  of  nitrogen  tetroxide)  actually  condensed  in  the  leak  path  and 
eliminated  any  further  gas  leakage. 

The  nomograph  (ME  #484)  is  submitted  for  information  on  flow  rate  conversions. 

By  use  of  the  nomograph  the  flow  rate  of  any  gas,  through  any  given  path,  can 
be  converted  to  the  flow  rate  of  any  liquid  at  any  pressure  through  the  same 
path.  The  nomograph  was  developed  theoretically;  however,  the  gas  portion 
has  been  proven  experimentally. 
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INTRODUCTION 

The  main  objective  of  this  study  was  to  experimentally  establish  a  relationship 
between  helium  leakage  and  propellant  vapor  leakage  in  the  ullage  area  of  Titan 
II  tanks.  The  contractual  requirement  is  to  lose  no  more  than  2  psi  per  month 
(which  would  result  in  not  being  in  a  state  of  readiness).  Therefore,  it  was 
necessary  to  verify  that  the  ullage  gas  would  leak  at  a  slower  rate  than  the 
helium  leak  rates  as  predicted  by  theoretical  calculations. 

The  conductance  of  the  leak  paths  vyere  selected  to  study  the  flow  rates  of  the 
various  gases.  The  conductance  combines  two  important  variables  (hole  geometry 
and  fluid  properties)  and  therefore  monitors  the  flow  change.  Since  the  mass 
spectrometer  is  used  only  for  helium  flow  rates ,  both  the  helium  leak  rates  and 
the  propellant  gas  leakage  rates  were  measured  by  the  pressure  decay  method. 

The  decay  tests  were  performed  on  weld  type  leaks,  conoseal  leaks,  and  leaks  in 
bolted  flanges  using  fuel  ullage  gas  or  oxidizer  ullage  gas. 
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SUMMARY 

The  pressure  decay  testa  performed  on  leaking  welds  showed  that  the  paths 
partially  plug  In  very  short  times  when  either.  A-50  or  N2O4  vapor  is  present. 
In  the  case  of  the  conductance  through  leak  paths  is  reduced  by  70  -  85 

percent  within  eleven  hours,  For  fuei  there  was  a  gradual  decrease  in  con¬ 
ductance  for  60  hours  until  the  leak  path  geometry  stabilized  at  twenty-five 
percent  closed.  The  closing  of  the  leak  path  represents  a  decrease  in  the 
hole  diameter  when  the  holes  (leaks)  are  assumed  to  be  cylindrical  smooth 
bare  capillaries. 

Two  conoseals  were  tested,  one  with  A-50,  the  other  with  N^O^.  With  ^0^ 
vapor  :'.n  the  test  chamber  the  leak  path  geometry  was  stable,'  with  conduc¬ 
tance  reduced  by  a  factor  of  ten.  The  conoseal  tested  with  A-50  vapor  par¬ 
tially  plugged,  and  again  the  conductance  was  reduced  to  one  tenth  of  its 
initial  value, 

One  bolted  flange  was  tested  to  determine  a  relationship  between  the  sampling 
probe  reading  and  the  actual  leak  rate. 

TEST  PROCEDURE 

1.  A  known  leak  (conoseal,  weld  or  bolted  flange)  was  installed  in  the  test 
pot  and  pressurized  to  two  atmospheres  with  the  test  gas  mixture  (107„ 

He  +  90%  N2)  for  a  determination  of  the  rate  using  the  helium  mass 
spectrometer . 

2.  The  specimen  was  then  pressurized  to  50  psig  to  determine  the  leak  rate 
by  pressure  decay.  The  decay  was  monitored  using  a  pressure  transducer 
installed  in  the  pot  (see  Figure  1) . 

3.  Pressure  readings  were  taken  until  sufficient  information  was  obtained 
to  calculate  the  path,  conductance. 

4.  A  small  an ount  of  propellant  was  introduced  in  the  diamber  (insuring 
that  the  liquid  did  not  physically  contact  the  defect) .  The  chamber 
was  then  repressurized  and  the  pressure  decay  was  monitored. 

The  CEC  probe  leak  rate  values  for  weld  type  leaks  were  determined  with  a 
vinyl  tube  on  the  end  of  the  probe.  (These  measurements  were  taken  before 
the  flexible  rubber  tip  was  being  used) .  The  vacuum  conductance  values  were 
not  always  obtainable  due  to  the  size  of  the  leak.  The  vacuum  leak  measured 
leak  rates  were  determined  as  described  in  Status  Report  #1. 

To  determine  the  leak  rates  for  the  conoseals,  the  conoseal  was  "bagged" 
with  polyethylene  and  then  the  probe  was  inserted  into  the  bag  and  and  moni¬ 
tored  until  a  constant  reading  was  obtained.  The  probe  leak  rate  for  the 
bolted  flange  was  obtained  by  summing  the  probe  readings  around  the  diameter 
and  taking  the  average.  The  total  leakage  predicted  by  the  probe  was  obtained 
as  follows: 


Q  actual 


Q  probe  (  TT  x  D  flange) 
D  probe 


ME  #  495  (Continued) 


Page  3 


Since  the  pressure  transducer  measures  total  gas  loss  and  'the  mass  spectro¬ 
meter  measures  only  helium  loss,  the  helium  concentration  was  corrected 
from  10%  to  100%, 


RESUIyTS 


The  results  are  based  on  the  assumption  that  the  pressure  decay  follows  the 
equation: 

P  **  P^e  Kt  (1) 

Where:  P  =  Pressure  at  time  (t)  psig 

PQ  =  Pressure  at  time  (t  =  o)  psig 
t  =  Time  ^ 

K  =  F/V  =  hole  conductance/pot  volume,  (time  ) 


This  equation  implies  that  the  conductance  (F)  is  independent  of  pressure. 
There  are  limits  beyond  which  this  assumption  is  no  longer  valid;  however, 
equation..  (1)  is  valid  for  leaks  with  conductance  values  ^  10~  cc/sec.,  and 
can  be  applied  for  conductance  values  of  10-3  cc/sec.  For  very  low  con¬ 
ductance  values,'  <  1CT3  cc/sec.  test  times  become  prohibitively  large,  and 
temperature  variations  in  the  laboratory  make  test  results  difficult  to 
interpret . 


The  results  of  the  pressure-time  readings  are  plotted  as  In  (P0/P)  =  Kt 
(see  Figure  2).  The  conductance  (f)  can  be  readily  calculated  by  multiply¬ 
ing  the  slope  of  the  curve  (K)  by  the  pot  volume  (V) .  The  leak  rate  (Q) 
can  also  be  calculated  from  the  following  relationship: 


Where: 


Q  =  F  (  A  P)  (2) 

Q  =  Leak  rate  (atm-cc/sec) 

F  =  Leak  conductance  (cc/sec) 

P  =  Pressure  drop  across  leak  (atm) 


Leak  conductance  values  calculated  from  the  decay  tests  can  be  used  to  calculate 
a  reduction  in  "hole  diameter"  by  using  the  following  equation: 


F 

Where:  F 

D 
L 
M 


65D3  (3) 

LvHT 

Leak  conductance  (cc/sec) 

Hole  diameter  (cm) 

Hole  length  (cm) 

Molecular  weight  of  gas  present 


The  reduction  in  "hole  diameter"  is  possibly  caused  by  the  reaction  of  the 
N2O4  or  A-50  with  the  walls  of  the  "capillary".  Also  the  "hole"  size  is  re¬ 
duced  due  to  the  pressure  drop,  which  caused  a  condensation  of  vapors  on  the 
low  pressure  side  of  the  leak  path  (as  was  vistially  observed  in  the  weld 
defect  specimens). 

Equation  (3)  was  derived  for  circular  holes,  and  therefore  the  results  are  not 
exact  since  the  actual  leak  path  is  not  a  smooth  bore  cylindrical  capillary. 

In  addition  to  the  non-circular  cross-section,  the  average  molecular  weight  of 
the  gas  will  be  altered  by  the  addition  of  the  propellants.  This  effect  is 
slight  because  of  the  small  amounts  of  propellants  added. 
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By  taking  e.  ratio  of  conductances  before  and  after  hole  reduction  occurs, 
the  diameter  change  can  be  calculated: 


The  percent  change  is  given  by  equation  (5),  where  D2,  Eg  are  reduced  hole 

_ diameter  and  conductance^espectively;  and  F2  are  original  hole  diameter 

and  conductance  respectively.  The  calculated  change  does  give  a  quantitative 
value  for  the  effect  of  propellant  vapor  on  the  hole  geometry. 

Table  1  summarizes  the  results  of  the  pressure  decay  tests.  Probe  leak  rate 
values  are  shown  for  reference  only.  Figures  (2)  through  (5)  show  pressure 
decay  curves  and  the  effect  of  N20^  and  A-50.  Figure  7  represents  supplemen¬ 
tary  data  for  the  probe-vacuum  relationship  presented  in  Status  Report  #1. 

This  plot  was  created  from  two  separate  sets  of  data  taken  from  the  same 
weld  type  leak  path.  Leak  rates  were  calculated  from  the  decay  test  using 
equation  (2)  for  pot  pressures  up  to  50  psig.  Also  leak  rates  were  determined 
from  CEC  probe  readings  (using  the  flexible  rubber  tip)  at  pot  pressures  from 
10  psig  to  50  psig. 

For  a  perfect  correlation  between  the  actual  leak  rate  (pressure  decay)  and 
that  determined  by  the  probe  method,  the  slope  should  be  equal  to  unity.  This 
does  not  occur  and  the  scatter  in  probe  leak  rate  values  Increase  proportionally 
with  the  pot  pressure. 

To  determine  a  more  accurate  relationship  betxtfeen  the  actual  leak  rate  and 
that  determined  from  the  probe  readings  many  different  leaks  must  be  tested 
as  was  the  one  for  Figure  9.  A  statistical  approach  must  then  be  used  to 
determine  the  relationship  and  corresponding  level  of  confidence. 

CONCLUSIONS 

1.  The  ullage  gases  leak  at  a  lower  rate  than  the  test  gas  for  the  weld  type 
leaks . 

a.  The  fuel  ullage  gas  leaked  at  a  lower  rate  than  the  test  gas  by  a 
factor  of  2.5,  due  to  the  changes  in  hole  geometry, 

b.  The  oxidizer  ullage  gases  leaked  at  the  same  rate  as  the  test  gas 
until  the  hole  closed,  due  to  condensation  of  the  N2O4  vapors. 

2.  The  ullage  gases  leaked  less  than  the  test  gas  mixture,  approximately  by 
a  factor  of  ten  for  leaks  created  in  conoseals. 
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3.  The  bolted  flange  decayed  only  a  factor  of  ten  more  than  predicted. 
This  factor  would  not  be  applicable  to  a  field  Inspection  because  the 
probe  tip  cannot  always  be  "on  top"  of  the  leak 

4.  The  sniffing  probe  is  only  applicable  as  a  qualitative  check. 
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SUMMARY 


The  nomograph  included  in  this  report  can  be  utilized  to  theoretically  deter¬ 
mine  the  flow  rate  of  any  liquid  or  gas  through  a  leak  or  capillary  with  any 
pressure  differential  impressed  upon  it  provided  a  pressure  differential  and 
corresponding  flow  rate  for  any  other  gas  or  liquid  are  known.  A  correction 
for  flow  in  the  molecular  regime  is  included. 
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DESCRIPTION  AND  EXAMPLES 


In  the  nomograph,  A  P  is  plotted  as  the  abscissa,  and  the  gas  and  liquid 
flow  rates  are  plotted  as  the  right  and  left  hand  ordinates  respectively. 
Liquid  and  gaseous  viscosity  are  also  plotted  to  permit  the  use  of  any 
liquid  or  gaseous  fluid.  The  horizontal  guide  lines  are  positioned  so  as 
to  be  characteristic  of  the  particular  flow  equation  from  which  the  con¬ 
stant  factor  has  been  taken.  The  curved  lines  and  lines  with  slopes  of 
one  and  two  are  characteristic  of  the  pressure  dependency  in  each  of  three 
flow  equations. 

The  various  manipulations  necessary  for  the  proper  use  of  this  graph  can 
best  be  shown  by  some  sample  solutions. 


Example  1.  Use  of  the  graph  without  taking  molecular  flow  correction 

into  account.  (Gas  to  Gas) 

G 

Suppose  a  given  leak  permits  a  flow  rate  of  1  x  10"*  atm.  cc/sec.  of  helium 
when  tested  from  5  to  1  atmospheres.  It  is  desired  to  determine  the  flow 
rate  of  nitrogen  gas  when  tested  from  1/10  atmosphere  (gauge)  to  one  atmos¬ 
phere  (absolute). 


Solution:  The  nomograph  is  entered  on  the  ordinate  labeled  "gas  flow" 

at  the  value  1  x  10“®  atm.  cc/sec.  Move  horizontally  to  the  left  to  the 
point  corresponding  to  the  viscosity  of  helium  0  .0194  centipoises  at 

20°  C) .  Upon  reaching  this  point,  move  upward  and  to  the  left  on  the  sloped 
pressure  guideline  (interpolate  if  necessary)  to  AP  =  4.0.  Move  horizon¬ 
tally  to  AP  =  0.1  and  back  down  and  to  the  right  on  a  new  pressure  guideline 
to  the  viscosity  of  N2  (p  =  0.0178  centipoises  at  27.4°  C) .  Read  the 
corresponding  flow  rate  (approximately  2.0  x  10"®  atm.  cc/sec.)  on  the  gas 
flow  ordinate. 


Example  2  Use  of  the  graph  without  taking  molecular  flow  correction 

into  account  (Gas  to  Liquid). 

Using  the  same  "known"  flow  rate  as  in  Example  1,  it  is  desired  to  find  the 
flow  rate  of  liquid  Nitrogen  Tetroxide  (N2O4)  at  a  pressure  differential  as 
in  Example  1  (from  1/10  atmosphere  gauge  to  one  atmosphere  absolute). 

Solution:  The  same  procedure  as  in  Example  1  is  followed  except  that 

instead  of  moving  down  along  the  pressure  guideline,  move  up  and  to  the  left 
on  a  45°  slope  to  the  point  at  which  the  viscosity  equals  that  of  N2O4 
(p  =  0.442  centipoises  at  60°  F).  The  flow  rate  is  then  read  on  the  liquid 
flow  rate  ordinate  (approximately  4.0  x  10“^  cc/day  or  4.65  x  10"*®  cc/sec). 

Note:  A  straight  line  with  a  slope  of  two  rather  than  the  curve  is 

followed  for  gases  whenever  the  pressure  differential  is 
from  a  positive  value  to  a  vacuum. 
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Example  3  Use  of  the  graph  while  taking  molecular  flow  into 

account  (Gas  to  Gas) 


The  family  of  curved  lines  on  the  lower  right  margin  has  as  a  parameter 
the  expression  1P^  where  1  is  the  length  of  the  capillary  in  centimeters 
and  P  is  the  inlet  pressure  for  the  test  condition  in  atmospheres.  This 
particular  family  of  lines  has  been  drawn  for  helium.  Families  of  lines 
for  other  gases  have  been  omitted  for  the  sake  of  clarity. 


The  correction  for  molecular  flow  only  becomes  necessary  for  relatively 
small  leaks  and  small  pressure  differentials. 


For  a  case  in  which  a  molecular  flow  correction  is  necessary,  the  solution 
is  accomplished  in  the  same  manner  as  in  Examples  1  and  2  except  that  an 
assumed  capillary  length  must  be  multiplied  by  the  square  of  the  inlet 
pressure.  This  factor  (1P^)  is  then  used  as  the  new  location  of  the  vis¬ 
cosity  stopping  point  after  moving  horizontally  from  the  given  flow  rate. 
The  correction  factor  is  also  used  for  the  reverse  process,  i.  e.  used 
as  a  stopping  point  when  moving  down  the  pressure  guide  line  toward  the 
unknown  flow  rate. 


Note:  A  slight  layout  error  has  been  found  to  exist  in  the 

nomograph.  This,  in  turn,  creates  a  slight  error  in 
calculations.  Depending  upon  the  type  of  calculation 
desired,  this  error  can  be  as  great  as  a  factor  of  2 
and  as  small  as  1.2. 
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Some  useful  constants  are  given  below: 


Gas 

Temperature 

Viscosity 

(Centipoises) 

Air 

18°  C 

0.01827 

Air 

40°  C 

0.01958 

Air 

74°  C 

0.02102 

Helium 

20°  C 

0.01941 

He 1 ium 

100°  C 

0.02281 

Hydrogen 

20.7°  C 

0.00876 

Hydrogen 

129.4°  C 

0.01086 

Nitrogen 

27.4°  C 

0.01781 

Nitrogen 

127.4°  C 

0.02191 

Oxygen 

19.1°  C 

0.02018 

Oxygen 

127.7°  C 

0.02568 

Water  Vapor 

100°  C 

0.01255 

Oxidizer  Ullage  Gas 

60°  F 

0.01460 

Fuel  Ullage  Gas 

60°  F 

0.01710 

Liquid 

Nitrogen  Tetroxide 

60°  F 

0.442 

50%  N2H4  -  50%  UDMH 

60°  F 

0.943 

Water 

60°  F 

1.120 

Nitric  Acid 

10°  C 

0.776 

1  cc/day  =  1.08  x  10 


cc/sec . 
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